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Quick User Guide

o tum the scale on
Wait for the display to show zero before
weighing
Place the items to be weighed on the center of
the platform
You can change the unit of measure by pressing

key tore-zerothe scale. Using
the tare function, you can subtract the weight
of a container to obtain the weight of just the

center of the platform,
The display lash" PASS“followed by"500.0g"
Calibration is complete.
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Quick User Guide

v the display to show zero before
weighing.
Place the items to be weighed on the center of
the platform
You can change the unit of measure by pressing

zero the scale. Using

tract the weight

With the scale ON, press and hold the | LiNIT|
key untilthe display shows CAL then release.

willflash CAL followed by"500 0g!
Place 2 500 gram callbration weight on the
center of the platform

The display willflash PASS followed by"500.0g"
Calibration is complete.
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‘weighing.
Place the tems to be weighed

contents

Callbration Adjustment

Ifthe scale is weighing inaccurately, it may be

Capacity : 5009X0.01g
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